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AB STRAC T

A new minicomputer  control led anodic s t r i pp i n g  v o l t a m m e t r v  techn i que

Is desc ribed . The techn ique uses d i f f e r e n t i a l  v o lt a mm e t ry  on one e 1t~~t rodt ’ ,

and uses a rap id data ave rag ing al go r i thm to avoid the need for  scan averag-

ing, a l lowi ng excel lent  sensitivities and short analysis times , with ade-

quate reproducibilities . Both l i nea r  scan and s ta i rcase  wav eform s  are

discussed in conjunction with the techni que , and the  approximate Roe—Toni

theo r y for  l inear scan voltanuTictry is shown to apply . The system response

is investi gated for film thickness , scan rat e, deposi t ion ti me, electrode

ro t a t ion  ra te , and metal  concen t ra t ion . R e s u l t s  were used to opt im i:~e the

experiment sensitivity. The metals Cd , Ph and Cu could be analyzed in

solutions as dilute as 1—10 pg/mi in fifteen minutes. The viab i lit y ot  t h e

techni que in solutions showing a large background Is also discussed , and a

comparison is made with scan—averaged t e c h n i q ue s .
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A variety of approaches have been proposed with the aim of reducing the

time of analysis using the anodic stripp ing voltaminetry (ASV) techni que . These

include the use of flow systems (1—3), thin film electrodes (4), pulse and

differential pulse techniques (5—11), and rotating disk electrodes (12—14) ,

ring—disk electrodes (15—16), and recently, computer controlled instrumentation

(17—22). in a few cases, analysis times were actuall y decreased , but t he  major-

ity of the techniques mentioned above still utilize either long electrolysis

times or long stripping t imes, and the actual time savings for realistic metal

concentrations (i.e., in the parts—per—billion range and below) is small.

Both the sensitivity of the ASV technique and the overall analysis time

depend upon how the capacitive current contribution to the total current is

removed or compensated. One approach to eliminating the capacitive contribution

to the total current utilizes the concept of differential voltammetry . Here, an

attempt is m~de to actually measure the purely capacitive current , and to sub t rac t

it from the simultaneously measured total current , yielding only the f a r a d aic

current . This can be done using two electrodes , one of which Is placed in a

solut ion having no depolarizer , so no material deposits on the electrode ,

and essentially no faradaic current flows during a potential scan. The

other electrode , placed in the analyte solution , passes both faradaic

and capacitive currents during the potential scan, allowing either electronic

or digital subtraction of the current generated by the first electrode from

the second (23—25).

The above technique and the more common pulse technique are significant—

ly better than simple linear scan ASV , but both have serious disadvantages.

Pulsed techniques require much slower scan rates than are feasible with

linear scans, in order to allow the differential current decay, upon which

L _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _  _ _ _ _ _ _ _
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pulse techniques are baseu. Thus, although they may not reqi ire the long

deposition times needed for linear scans, they frequently require long

stripping times. Additionally, by sampling after a delay, some of the

faradaic current is lost , resulting in a somewhat lowered sensitivity. This

has been observed for the staircase waveform In particular (21). Differen-

tial voltammetry techniques do not “throw away” faradaic current , and are

therefore quite sensitive . Both the capacitive and faradaic currents are

particularly sensitive to the exact electrode surface area, however. Since

no two electrode surfaces match exactly, the capacitive current is generally

not well compensated; peaks come out poorly defined and run—to—run repro-

ducibility is poor. Differential techniques thus allow rapid scans in

theory , but results are poor in practice (26). A related technique , using

a split electrode with separately controllable potentials (25), gives similar

results.

Recently, however , work has appeared on another method which is a

variant of differential voltamrnetry, but uses only one electrode . Here,

one normal ASV run with deposition step, rest period and stripp ing step Is

performed . Immediately after this ASV run, however, the potential of the

working electrode is switched to some potential where no depolarizer plates

into the mercury , but where the mercury itself is not undergoing dissolution .

Potentials slightly cathodic of 0 my versus the saturated calomel electrode

(S.C.E.) are suitable . Stirring is begun, and after a set time called the

cleaning period, the potential of the working electrode is switched to the

rest potential . After a short time at the rest potential , the electrode

is again scanned anodically , exactly as in the stripping step of the previous

ASV run. Since this scan produces essentially no faradaic current, primarily

capacitive currents are observed. Thus, digital subtraction of this scan,
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called the background scan , from the first scan , the analyte scan ,

essentially removes the capacitive current contribution from the total

current , and leaves only faradaic current . The advantage over two—electrode

differential voltanun etrv is that  the electrode surfaces  match  exactl y ,  and

the process of compensation is both reproducible and essentially complete.

This technique was first used for linear scan ASV by Kryger and .Jagner (17—19)

who combined It wi th  a normalized averaging of m u l t i p l e  s t r ipp ing steps;

that is, 40 rapid scans were performed first for the analyte scan, added ,

normalized , and stored . The back ground was recorded by scann ing anothe r

40 t imes, addi ng the scans and normal iz ing the scans . Subsequent subt rac t ion

of the normalized sum of background scans from the analyte  scans yielded

the background corrected multiple scan ASV (MSASV) scan . The technique was

fairly rapid , sensitive , very reproducible , and especially useful for

elements like Bi , which has a dissolution potential of —100 my vs the S.C.E.,

pu t t ing  it on the shoulder of the enormous mercury s t r ipping  peak caused by

dissolution of the T FME.

Other waveforms can also be used. Both the square wave and staircase

waveforms have been used in conjunction with  background subtraction ( 2 2 ) .

He re , only one analyte  scan and one background scan were used. No de ta i led

work was given with these waveforms in conjunction with background subtrac-

tion , however.

Because the technique of background subtraction using one electrode

relies upon digital storage of the analyte scan and the background scan,

with a subsequent point—by—point subtraction of the background , computerized

data acquisition is clearly desirable. Control of the experiment through

the potentiostat is also desirable, as operator intervention can be reduced

to a minimum, increasing reproducibility and greatly simplifying an analysis.

- -  —~~~-~~~~~ ~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~ ~-—-~~~~~~ ~~~~ --- .~~~~~~~~-- . - - - ~~~~~~~.-
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Rather little work has appeared , however , on computer—controlled ASV experi-

mentation , despite the fact that a commercial microprocessor—controlled

instrument is now available (the PAR 374). Bond, et al. (20,27) have

evaluated the performance of the PAR 374, which has the capability of

performing blank subtraction . Using the HMDE, they were able to obtain

peak height reproducibilities of ±1% for Pb at the 1O 7 M (20 ng/ml) level

in 0.1 M KNO3. This was considerably better than conventional instrumentation ,

which showed reproducibilities of ±3% for identical conditions. Background

subtraction was not used for these determinations.

A minicomputer has also been used for the optimization of ASV experi-

mental parameters (28). The computer controlled a home—built potentiostat

and attempted to control experimental conditions to meet preselected perfor-

mance criteria.

Less sophisticated control , via a minicomputer , of commercial potentio—

stats, such as the PAR 173 and PAR 174 , has been used in reports on staircase

ASV (21,22). The use of FORTRAN program—based , computer—generated waveforms

is quite straightforward in this case. Reproducibilities for Cd at the io~ N

(10 ng/ml ) level in 0.01 N acetate buffer were ± 1% on the same thin film ,

and ±5% on repeated thin films , again superior to conventional techniques.

As discussed above, background subtraction has also been briefly examined

for this system.

Control via a large computer through a timesharing system has also been

reported by Kryger and Jagner (17—19) in their MSASV studies. There, an

RC 4000 computer was used to control the potentiostat and collect data through

a low—speed channel. The computer was also interfaced to the stirrer and

to a digital burette, so that the entire experiment was under computer

control. A flexible program written in SLANG (an assembly language), callable

from the ALGOL—based main program, was used to generate a variety of wave—
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forms , to perform the normalized scans and to subtract the background .

Analyses of Cd at the 10—8 (1 ng/ml) level showed an average devia t ion  of

less than ±2% for duplicate measurements , far superior to conventional

techniques.

This paper describes a new computer—controlled voltammeter that uses

a single, rapid scan to measure currents , and a second , rap id background

scan to compensate for the large capacitive contribution generated by a fast

scan. Deposition times are minimized by using a large rotating disk

electrode , which along with the digital removal of the background currents ,

greatly assists in improving the reproducibility of the technique and in

substantially reducing the times required for analysis by the techniques.

THF.ORY

For t h i n  f i l m  mercury elec t rodes, the exact theory developed by DeVries

and vanflalen ( 2 Q . 30 , 31) and a more approximate  theory proposed by Roe

and Tony (32) may he applied . Both are based on a linear scan. The theory

for staircase scan (11) and differential pulse (33) ASV has been derived by

Christie and Osteryoung. These will he discussed here only briefly.

The Roe and Toni relationshi ps for peak current and peak potential are

given by equations 1 and 2:

o nF
i — nFM C “ -—p R RTe (1)

RT nF~~VE — E  + . . 3 log jjjj— (-)

The nomenclature here is identical to that of Roe and Toni (32). These

equations apply to a linear scan ASV experiment with a fixed diffusion layer



thickness 6, generated by rotating the electrode during the scan .

For staircase scan ASV , equivalent relationships a re given by equat io ns

3 and 4:

n~ E
~ g~ T ~ (3)

o 2 .3  i2
E E + 

~~
-
~~
-- log ~~ + K (4)

whe re g is a “no rmal ized st r ipp ing func t io n ,” t~E is the step he is zht , T is

th e de lay time , and K is a constan t .

Both the DeVries—vanDalen and the Roe—Ton i theories have been experi-

mentally verified (31, 32) for thin films and slow scans. In the limit of

fast linear scans, they can be reduced to the Randles—~evHk theory for

rapid linear scan voltammetry (35,36). The theory for staircase voltammetry

has also been tested in relatively concentrated (20 ng/ml ) solution (21).

Examination of the Roe and Toni equations (equations 1 and 2) suggests

that , by using a fairly large elec t rode surface area and a fast scan rate ,

large faradaic currents will be obtained . Results obtained by DeVries

(30) indicate that a thin film is needed when a fast scan rate is used , in

order to keep adequate resolution , which otherwise degrades substantiall y.

Thus, a very fast scan rate, on the order of 1000—3000 mv/see , used in

conjunction with an electrode of high surface area but low volume, should

maximize the peak current , thus allowing shorter deposition times. A decrease

in the effective diffusion layer , obtained by rotation of the electrode

during the stripping step , theoretically should increase (by ~24%) the peak

currents (31), but this has been shown (37) not to be true , primarily due

to the increased noise generated by the stirring process.

_ _ _ _ _ _ _ _
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During the deposition step, however , rotation of the electrode w i l l

subst ant ia l ly  increase the amount of m a t e r i a l  plated onto a disk e lectrode

according to the well—established Levich equation (38) for the instantaneous

current of a mass transport—controlled reaction :

i — 0.62nFA c° n213 —1/6 1/2 (5)p ox ox

where p is the kinematic viscosity of the solution (in cin2/sec) and w — 2if/60

where f is the rotation speed in r.p .m .

High scan rates gene!ate large capacitive currents In addition to large

faradaic currents , and these currents must be removed. Back ground subtrac-

tion is an obvious choice to accomplish this. :\ modification of the techni que

used by Kryger and Jagner (17—19) was chosen as the means of accomplishing

background subtraction . Computer control  was imp leme nted to take advantage

of the better precision obtainable with automated instrumentation , as well as

to simplify the analysis.

The system described above should maximize the sensitivity and minimize

the analysis time of the ASV technique , because the limit of detection of the

technique is large determined by the uncertainty in the determination of

the current , due to current contributions of processes other than the

stripping of the desired species. These “background” processes include,

in addition to the capacitive curren t already discussed , the electrochemical

reactions of the electrode i tself , such as oxidation of the mercury film ,

or evolution of hydrogen . ~y performing the subtraction of a blank scan,

made by the process described above , one is able to remove the effects caused

by these background processes virtually completely, decreasing the uncer—

tainty in evaluating peak currents , and substantially lowering the detec—

tion limit. This should have the effect of allowing much shorter analysis

times than the conventional technique.
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The b r i d g e  tube was provided w i t h  a Vy c or  f r i t  to contac t  the ’  tes t  so lu t i on ;

t h i s  f r i t  was sealed I n t o  a l e n g t h  of h e a t — s h r i n k a b l e  Te f lon  t u b i n g ,  so tha t

only  the  f r i t  and T e f l o n  c o n t a c t e d  the  t es t  s o l u t i o n . The upper p o r t i o n  of

the b r idge tube was glass .

The counter  e l e c t r o d e  was a l e n g t h  of heavy gauge Pt w i r e  ben t  i n to  a

small sp i ra l  and sealed In to  a glass  ground  j o i n t .

The pu rge tube was a P r ince ton  App lied Research Corporat ion model 9330

un i t , bent to f i t  under  the r o t a t o r .  The purge tube c o n t a c t e d  the  tes t

solution via a length of rigid 2 nztt T e f l o n  t u b i n g .

The cell was a modified 200 ml clear fused silica beaker from Quartz

Scientific , of Sunnyvale , California. The top of the beaker was removed to

make a container 65mm in diameter by 7Omrn in hei ght. The capacity of the

cell was 125 nil, but normal analysis volumes were 65 — 80 ml. The reference

and counter electrodes , as well as the purgo tube , were held by a Teflon

cover for the cell , which was also provided with a glass—stoppered port to

allow easy access to the test solution for addition of reagents. The

r o t a t i n g  disk  w o r k i n g  e lectrode f i t  through a cen t r a l  opening in the  cover;

an annular space was provided to allow gas to exi t  the otherwise a i r t ight

cell. The cell was not the rmos ta ted , hut  t empera tu re  f l u c t u a t i o n s  in the

room were minimal .

Inst rutnentat ion

All measurements were made with a potentiostat designed to be control-

lable with the computer and computer interface combination .

Compute r In te r face .  A general purpose in ter face  was built  to allow

a variety of i n s t rumen ta t ion  to be serviced by the laboratory  computer .

The interface has been described previously (39) but a brief description

will be repeated here for clarity. The interface , diagrammed in Figure 1,
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consists of six devices on the IJNIBUS of our PDP—ll/05 minicomputer (40).

All devices have 18—bit addresses to allow compatibility with the larger

PDP—ll computers .

Data acquisition capability is provided by a Datel MDAS—16 system which

consists of a 16—channel analog multiplexer , monolithic sample and hold

amplifier and a 6~jsec, 12—bit successive approximation analog—to—digital

converter (ADC), of which only one channel was required here. Input

voltages may range from +lOv to —lOv, giving a resolution of 4.88 my. The

maximum throughout was 57.1 K}lz, with an error of ±0.015% of full scale

response. The ADC could be started manually or by underflow of clock //2,

allowing very precisely—timed sampling. An extra data latch was provided

for the ADC to allow ADC restart without loss of data that would otherwise

be caused by the new conversion . The ADC unit was provided with interrupt

capability (40) to allow the computer to perform other tasks while sampling ,

and to allow more precise time control .

The interface is provided with four digital output functions called

logic levels. These outputs , which provide +3.5v when a logic “1” is

loaded into the bit corresponding to that output , and 0.Ov otherwise,

may be used to set the gain of an external experiment . Logic pulses are

also provided, but they were not used In this work, and will not be discussed

here.

A six—digit decimal display is also provided. Coding for the display is

in binary—coded decimal (BCD) and conversion of binary bits to BCD must

be done by the software.

The interface Is provided with relays and switched 115 VAC outlets .

The relays , of SPDT type, have a settling time of approximately 1 msec,

and are useful for a variety of control functions. Here, one relay was

~~~~~~~z-~-~-~ —~
-- -- -- •

~~ ~~.: ~~~ _ — ~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~ — -—— — -_- —--— —‘-- - -‘ ---- --- ---- —  
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usually used as a “smart ” terminal , was modified to fit a standard 19—inch

relay rack , also purchased from Digital Equipment , of Maynard , Massachusetts.

The control boards for the interface and for other peripherals were held in

a modified DEC BAll—ES extension box built Into the relay rack. Mass

storage was provided by a DEC RX—Ol dual—drive , single density floppy

disk system , and serial input—output was handled by two DEC DL—ll ports

provided on the PDP—li/05. The baud rate for one port was made selectible ,

to allow use of a 9600 baud Tektronix model 4012 graphics terminal from

Tektronix, Beaverton , Oregon , or to access the CDC 6400 computer , located

in the Un ive rs i ty  Comput ing  Center , via a 1200 baud modem. Hard copy of

expe r imenta l  r esu l t s  could ho obtained eithe r from a Gould 5000 p r i n t e r —

plotter connected to our P1W—li , or from a large Calcomp plotter at the

Academic Computer Center , University of Washington .

The operating system for the P1W—il/OS was Digital Equipment Corpora-

tion ’s RT—ll single job monitor (56). Versions 2C and 3 were used.

Plot t i ng software was provided by Gould for  usc’ with the  5000 p l o t t er , but

was modified to allow use with the Tektronix terminal as well.

~~~~~~~ Controlled Potentiostat. The potentiostat used to perform

the voltammetric experimentation was designed and built by the author t o

be directl y compatible with the computer/interface system outlined above.

Figure 2 details the schematic diagram of the potentiostat , which Is of

conventional three—electrode design (42—47). DAC 1 is used to provide the

electrolysis potential , which also acts as a baseline for the scan. The

output scale used is ~2.5v , allowing a resolution of 1.22 my. DAC 0 is

used to provide a voltage proportional to the desired scan rate, when

linear scan voitaminetry [s being performed . The output scale here is +5v,

again allowing a resolution of 1.22 isv . For the staircase scan technique , 

— - - ~-- - -  -_ - - - - - - — -~~~~
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DAC 1 actually generates the staircase directly, as one mi ght expect. Wave-

forms were monitored with a Tektronix 1935 oscilloscope . The relay input

is used to switch the field effect transistor , which connects (or

shorts) the capacitor on the integrator , tri ggering (or resetting) the l inear

scan. The two logic level inputs select tile current—measuring feedback

resistor by switching a CMOS demultiplexer; they are amplified by the two

transistors because the TTL interface outputs are not directly compatible

with the CMOS voltages. The CMOS demu lt i plexer was an RCA CD4O51 chip (48).

Current ranges available are given in Table 1. The outpu t  of the reference

electrode amplifier was monitored with a Data Precision Model 175 digital

voltohmmeter to obtain the potential applied to the working electrode. All

the operational amplifiers are RCA 304lT types , chosen for their fast

settling time , high gain, and high Input resistance (48). The potentiostat

was housed in a 13 x 9 x 8 inch Vector Multi—Mod steel box for shielding,

and the rotator , cell and potentiostat were placed in a Manostat Glove Box

(VW R #32981—003) for protection from dust. The entire unit was mounted on

a large lab cart (Fisher #11—932) for portability, with all electrical power

supplied via a multiple outlet box made by SC.L Waber electric of Westville,

N. J., to provide a common ground.

With this potentiostat , a variety of waveforms can be applied to the

cell , including linear scan and a number of square wave—based func t ions .

In this study , however, only linear scan and staircase waveforms were used .

Linear scan rates of up to 5000 mv/sec were possible, but all work used

rates of 100 — 3000 mv/sec . Scan rates are essentially continuously variable ,

differing by at least 1.22 mv/nec, the resolution of the DAC scale used to

supply the rate voltage. Staircase step heights based on multiples of 1.22

mv/step were possible. Usually, step heights of 4.88 isv were used to obtain 

—--—-—- --—---
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reasonable sensit ivity as well as good peak resolution (48) , since large

step heights degrade peak resolution , while small step heights are signifi—

cantly less sensitive.

The band width of the potentiostat was measured by the method of

Booman and Holbrook (42), and showed a —3db cutoff at 14 KHz.

Reagen ts

The HC1 and HNO3, as well as the KC1 were Ultrex grade , from the J. T.

Baker Co. The KNO3, CH3COONa and CH3COOH were Baker Analyzed Reagents.

Malllnckrodt HC1O4 and NaHCO3 (AR grade) were also used. Airco prepurified

N2 further purified by passage through a gas washing bottle containing V ( I I )

ions, and a second gas washing bottle containing supporting electrolyte ,

was used to remove oxygen from the test solution .

The Hg(II) plating solution was prepared by dissolving Baker Instru-

mental Grade Hg in a minimum amount of Ultrex HNO3, and diluting to give a

0.0111 solution of Hg(N0
3
)2.

An Au(IIt) plating solution was prepared by dissolving Aipha—Ventron

m6N purity ~eu powder in a minimum of a mixture of 3 parts Ultrex HC1 and

1 part Ultrex HNO3, heating gently to expel nitrogen oxides and nitrosyl

chloride , then diluting to give a 2 x l0~~ M solution of 1IAuC14.

Standard solutions of As were prepared by dissolving Aipha—Ventron

ultrapure As203 in a minimum of a 10% NaHCO3 solution, then adding HC1 and

diluting to make a 1000 ppm As(III) solution in iN HC1.

Standard solutions of Cd and Zn were prepared by dissolving Aipha—Ventron

ultrapure CdCO3 and ZnO in a minimum of Ultrex 11N03, heating, and diluting

to make 1000 ppm solutions of Cd(N03)2.

Standard solutions of Cu were obtained by dissolving m2N5 purity Cu

metal (Aipha—Ventron) in a minimum of Ultrex 111403, heating, and dilut ing to

make a 1000 ppm solution of Cu(N03)2. 

~~~~~~~~ - ~ ______ ____ 4
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St an da rd so lu t ions o f Pb were prepa red by dissolving ultrapure Pb

(CH 3COO) 2 3H20 in a minimum of Ultrex HNO3 , evaporating to dryness

to remove acetic acid , and diluting to make a 1000 ppm solu t ion of Pb(N 0 3) 2 .

All solutions we re prepar ed wi th  wa te r pu r i f i ed  by passage th rough a

high—efficiency , mixed bed ion—exchanger (Corning 3508—B) and subsequently

distilling in a Corning AG— 2 still. Distilled water and all solutions were

stored in thoroughly pre—leached linear polyethylene bottles to avoid severe

contamination (47—50). Analysis of water prepared in this way , by the ASV

technique reported here, showed metal concentrations well below ppb levels,

with the primary contaminant being Zn, probably due to atmospheric fallout .

The water was used within 72 hours.

For studies on the sensitivity of the technique , specially purified

water was prepared by repetitively distilling the distilled water, collecting

it in a thoroughly pre—leached (with Ultrex HC1 and HNO
3
) Teflon FEP 1

liter bottle . This water was used at once.

For all studies, the solutions of buffers used as supporting electrolytes

were carefully purified by prolonged electrolysis over a mercury pooi in a

Princeton Applied Research electrolytic purification unit , using a PAR l74A

as the means of controlling the potential . Electrolyses usually spanned

2 to 3 weeks at a potential of at least —l.6V versus the SCE. These solu-

tions were stored in pre—leached polyethylene bottles , or used at once for

the ultratrace analysis studies. Trace metal levels for materials prepared

in this manner ai proached 1—10 pg/ml for elements observable by ASV .

Solutions were transferred using an Eppendorf 100 p1 pipette with

disposable tips that had been pre—leached in an 8N solution of Ultrex HNO3 

--- ~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~ — — -- ---~~~~--- —- —------—-—- ~~



16

in distilled water. All glassware was leached with SN HNO3 between uses, and

the cell and electrodes were stored in SN Ultrex 111403 between analyses.

A Beckman 4500 dIgital pH meter was used to measure the pH values of

solutions.

Software

A variety of computer programs were written for this work . These

included a program to plate either mercury or gold on the glassy carbon

electrode , the main ASV program, a plotting program and a collection of

• routines designed to allow remote hardcopy plotting of ASV runs at the

University Computing Center.

Automated Plating of the Electrode. Reproducible electrode plating

conditions were assured by the us’- of a plating program, written in PDP—ll

FORTRA14 IV. The routine allows input of the parameters described in Table 11 ,

and calls a subroutine written in MACRO—ll, the PDP—ll assembly language,

which implements the parameters and performs the plating. Upon completion of

plating, the program exits, but maintains the electrode voltage at its

ending value (—3lmv for Hg, and +óOOmv for Au, both relative to the SCE) to

prevent removal of the film. Films prepared using this program were found

to be reproducible to better than 1% by placing a silver coulos-”ter in

series with the cell. This program was used to generate all films used in

this work.

ASV Sampling Program. This program consists of a driver routine and

three subroutines written in FORTRAN IV , with four other subroutines written

in MACRO—li. The main routine, the disk storage subroutine and the various

libraries are core resident , while the interactive input routine, sampling

routines, and filtering routines are overlayed from disk into core memory

as required, since these are not all needed at once. Table Ill diagrams the

structure of the system used. 

~~~~- —-- - -~~~~~~~~~~~~~~~ - - .- - -
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When the program is started , subroutine SETUP gives the operator a

choice of default parameters suitable for a variety of analyses, or the

option of specifying the parameters for the run . These parameters are

checked for errors, and passed to the driver , which swaps the appropriate

sampling routine in, over SETUP .

One or more sampling runs are performed , and the run(s) are then

filtered , if desired , by means of the following sequence of steps: The data

are pseudorotated to obtain values of zero for the starting and end points

(51), transformed into the Fourier domain, multiplied by a rectangular

function that has the effect of keeping only the first 16 Fourier coefficients ,

then reverse—transformed to the time domain again , and finally pseudorotated

back to the original aspect. This process, a Fourier transform based

digital filter, is similar to one used by Betty and Horlick (52), although

it multiplies both the real and imaginary parts to avoid altering the phase

relations in the data (53). The net effect of this process is an effective,

if somewhat severe , low—pass f i l t e r  that adds no distortion to the data ,

unlike an analog low—pass RC filter (54). Thus, peakshape and peak width

information is unaffected  by the filtering process. Peaks are slightly

attenuated by the filtering, but for noisy data, the improvement in signal—

to—noise (S/N) ratio is substantial.

Nex t, the data are displayed in the form of a conventional ASV voltain—

mogram on the TEK 4012 terminal , and the data (or the filtered data, if

filtering was requested) are stored on the disk under a user—specified

file name by STORIT.

At this point , a variety of events can occur, depending upon what was

specified earlier. It is possible to have the program sequence through a

specified number of separate ASV experiments, differing by a pre—selected

_ _ _ _ _ _ _ _ _ _ _ _  _ _  —----— —rn- - -—.- .- ____ _ _
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value in the plating potential A debcription of this technique , and

results from runs using it , are presented in another paper (55). If the

above option is not selected , the program will repeat the entire experiment

on ccmmand , facilitating the analysis of samples through standard additions.

As many repeats can be requested as there is room on the disk ; all runs are

stored sequentially under the same file name for easy access. When no

more repeats are desired , the program exits and closes the data file on the

disk . The entire process is summarized by the flowchart in Figure 3.

Some further comment should be made on the two assembly—language routines

that actually perform the ASV experiment. The routine SAMPLR, used to

gene ra te a l inea r scan ASV expe r iment , produces a waveform like that  shown in

Figure 4. An Initial period of 30 seconds Is allowed after stirring is

begun, before the deposition potential , Vd, is applied and the timer started .

This period is provided to allow the solution to be more reproducibly plated

onto the electrode . Time is counted down, and displayed in the digital

display , until 15 seconds remain, when stirring is halted , to allow the

solution to become quiescent. Deposition at Vd continues until 2 seconds

remain, when the potential is switched to the rest potential , Vr. The

stripping scan is then initiated by loading the rate into DAC 1, and trigger—

ing the ramp generator , while also starting the sampling clock. At pre-

determined periods , clock overflow starts the ADC conversion , which causes

an interrupt upon finishing each conversion . The interrupt is serviced and

the datum is either stored , or held in an intermediate location if several

data values are to be averaged to obtain a single datum, in effect causing

the ADC to act as an integrating ADC, removing high frequency fluctuations

in the data. This process continues until 256 points have been collected ,

at which time the scan is halted , and the data are processed. If multiple

_ _  - -~~~~~~~~~-



scans were desired , as in the method of Kryger and Jagner (17—19), more

scans like the one discussed above follow, the data being stored at the end

of each scan using a normalized data averaging algorithm (56) given by the

equation :

S - A
A = ~~ n—i + A  (6)n n n— i

where A~ is the average of the data for any given point after n scans, and

Sn is the value of that point obtained during scan n.

After the completion of the analyte scan(s), the potential is switched

to the cleaning potential , Vc, to remove all materials deposited , other than

the electrode film itself , from the electrode. This is necessary as the

ending potential for a scan stay not be anodic enough to remove all other

material , and a buildup of material might otherwise occur , invalidating the

experiment. The timer and rotator are again started ; stirring Is allowed

to continue for 20 seconds at the user—selected rotation rate , after which

a rest time of 10 seconds is allowed for the solution to become quiescent

again. With 1 second remaining, the potential is again switched to the rest

potential and another scan is performed exactly analogous to the previous

analyte scan. As before , multiple scans can be run , if desired. The only

difference is that the data are stored in a different array .

If , during a scan any sample exceeds the capacity of the ADC, a

fla g is set, and a count is made of the number of times samples overflowed

the ADC. If th is  number exceeds the number allowed by the operator, the

main program reduces the system gain, if possible , and instructs the sampling

program to repeat the experiment . If no further reduction in gain is

possible, the main program terminates the run, and issues an explanatory

message.
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The staircase sampling routine , STAIRS , is similar to the l inear  scan

routine except for the mechanics of the stri pping step. The waveform Is

shown in Figure 5. There , the delay t ime , 1 , is loaded into clock 1 , and

the sampling time’ i s  loaded into clock 2. The first potential step starts

clock 1 , which starts clock 2 upon und.’rflow . Clock 2 t ime s t h e  interrupt—

based sampl ing  of the ADC for the datum (or for the points to he averaged

to one po in t ) and r e s t a r t s  c lock 1 upon collecting the data for the pulse .

Simultaneously , another pulse is made by suitably changing the value at DAC 1.

This process continues until the number of steps corresponding to the r equ i r ed

voltage range is performed. Here, the number of samples collected depends

upon the voltage range limits selected . The subroutine SETUP calculates the

step hei ght required to maximize the number of samples , subject to the

constraint that there be fewer than 257. The staircase waveform routine was

also provided with the automatic overflow detection and gain reduction capa-

bility.

Remote Plott t
~&of 

ASV Runs. P l o t t i n g  of ind iv idua l  runs is performed

automat ica l ly  1w the m a i n  program on the  TEK 4012 , hut  ha rd copy plots are

also available via a sequence of programs that (1) convert ASV data files

into strict Integer format , (2) perform binary t ransmission of the data

files to the CDI’ 6400 on a 1200 baud line, (3) convert the resultant octal

file on the CDC to a floating point decima l file , and (4) call local Calcomp

routine—based utilit y plotting packages (57,58) perform the plots; with the

except ion of the binary t ransmission program , these programs are written in

FORTRAN.

Procedure

Pre1arationof the Electrode . The f i r s t  step of the analysis  is the

preparation of the electrode for the T FME, a solut ion of 2 x IO~~ 11
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Hg(N0
3
)
2 

in 0.lM KNO
3 
was used. The plating potential used was —l000mv

vs the SCE , as it is claimed (59) that films plated in this potential region

are homogeneous. The electrode was rotated at 3500 rpm and the solution was

purged by nitrogen for 600 sec while the working electrode was held at a

potential of +118 my vs the SCE to prevent any mercury deposition . At the

end of the oxygen removal t ime , the pote n t ia l  was switched to —l000mv and

held there for a time suitable to generate an appropriate film thickness

~250 — 300 mm) . At the end of the plating time, the potential was switched

to — 31 my vs the SCE to remove impurit ies in the H g f i lm , but not to remove

th e Hg f i l m  i t se l f .

Fi lm th icknesses we re calculated , assuming 100¼ efficiency and homogeneous

coverage, from the electrode area and the number of coulombs passed , as

measured by a silver coulometer in series with the cell. Plating efficienc ies

have been found to be essentially 100% in solutions containing 2 x l0~~ M

Hg(N0 3
) 2 (21), so the above assumptions are reasonable .

For gold f i lm electrodes , a simi lar procedure was employed. There , a

10~~ M solution of HAuC 14 in 0.1 N HC1O4 was used vithout deaeration . Plating

was performed for 500 seconds with a rotation rate of 3000 rpm at O.Ov vs

the SCE, and the electrode was stripped of codeposited impurities by holding

it at —848 my vs the SCE for 120 seconds. This is essentially the method used

by Allen (15) . Adherent films of a gold—like sheen resulted from this process,

in contrast to results reported for Au films on pyrolytic graphite (60),

where slow deposition was recommended.

Stripping Voltame~~y. Once the electrode is prepared, the cell was

disconnected, the reference and counter electrodes rinsed with 3N Ultrex

11140
3 

and f inally distilled water , and the cell , also rinsed with 111403 and

distilled watervas charged with sample solution . The solutionwas purged with

_ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _  _ _ _ _  
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nitrogen for five minutes w i t h  the  RDE r o t a t i n g  at 1500 rpm , du ring which

time the experimental parameters were entered i n t o  the computer .  Before p l a t i n g ,

the nitrogen stream was diverted over the solution and the rotation of the

RDE was h a l t e d  to avoid entrapment of bubbles on the electrode . The AS\’

experiment was then al lowed to proceed au t o m a t i c a l ly .  M u l t i p le s t a n d a r d

add i t i o ns were used to q u a n t i t a t e  species.

RESULTS AND DISCUSSION

E f f e c t s  of Hg Fl lm Thickn ess o n S s t e R~~ ponse

In order to determine the optima l Hg film thickness for analyses of the

me ta l s  Zn , Ph, Cd and Cu, the usual ones analyzed by AS~’ techni ques , a 75 ml

solution of 0.lM acetate buffer (pH 5.62) containing a spike of Cu , Zn ,

Pb, and Cd so tha t concen t ra t ions of the metals was 1 mg/mi in each case ,

was analyzed by linear scan ASS’ with the background correction. A single

scan , using a 16—point average was used to analyze the solution . Hg film

thicknesses of 50 mm to 350 mm were used , and at least four runs were per-

formed for each film thickness , with only the average results being reported

here . Figure 6 summarizes the results found. From the figure , it is clear

that , for  Hg films above 150 nm in thickness , the response is essentially

constant , except in the case of Cu , which shows an optimum response with Hg

films having thicknesses between 200 and 250 mm . Zn gave non—reproducible

values at very thin Hg films , and these are not plotted. These results

agree with those of Pinchin and Nevham (61) fairly well , although those

authors found increased sensitivity for Cu when very thin Hg f i lms were

employed .

In view of the above results , Hg filsts of 250 urn were used throughout

the remainder of the study with excellent results.

____________ ~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~



Ef fects of Deposition Time

The effects of varying deposition t ime on the peak heights of Ph , Cd

and Zn were investi gated. By Faraday ’s law :

- o i t

~R nFA~ 
(7 )

where t is the deposition t ime and I is the redu~ tlon c u r r e n t  of t he  met al in

question . For the RDE , i can he c a l c u l a te d  from equation 5. Upon combining

equations 1 , 5, and 7 , the following equation is obtained:

~ 
1/2 n F  ~2/ J ~ — l I ô  1/2 

Av t C° (S~p eRl ox ox

This equation indicates a linear relation between deposition t ime and peak

h.’ight.

A 75 ml solution of 0.01 M acetate buffer , containing 1.66 ng/ml Ph ,

4.33 ug/mI Cd and 0.80 ng/ml Zn (as determined by subsequent analysis of the

solution) was examined , and results are p lotted in Figure 7. These results

indicate from exat~imi~ Ion of slopes that the techni que is ~rorc sensi t ive to

Cd than Pb or Zn, and that a straight l ine relation is observo’1 , at least

for the concentrations studied. Similar results have been obtained for

conventional ASS’ (62).

E f f e c t s  of Scan Ra te

According to both the exact theory of linear scan AS\ (30,31), tile

approximate theory given by equation 8, and the ~ev~ik—Randles theory (35 , 3f~~,

peak heights should he linearly related to the scan rate. Peak widths should

also increase with increasing scan rate , up to the limit of 101 my predicted

by Lv’~ik and Randles.

The same solution used for the deposition studies was used to study the

effects of scan rate. Again , a linear relation was obtained in all cases , as

can be seen from examination of Figure 8, which plots scan rate versus peak

_ _ _
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height.  Peak width  also increased , as can be seen from an examination of

Table IV , where peak widths of the Cd stripp ing peak are listed as a function

of the scan rate ;  the maximum value observed , lOOtnv, is In excellent agreement

with the value predicted by theory. This agreement indicates the adequacy of

equation 8 for rates up to 3500 mv/sec , as system response is not noticeably

degraded. Because of these results , scan rates of from 2500 — 3000 mv/ sec

were used in later studies of ultratrace solutions to gain the maximum

signal possible.

Ef f ects o f Electrode Rotation —

Equation 3 predicts a linear relation between the square root of the

electrode rotation rate and the amount of material deposited on the electrode ,

which, since the amount of material deposited should be directly proportioned

to the peak height , as shown by equation 8, predicts a linear relation

1/2between ~ and peak height.

Fi gure 9 illustrates the relation found . Above 6500 rpm , turbulence was

observed in the solution , and bubbles were noticed at the electrode . St r ip-

ping currents were severely depressed as a result; rotations above 6500 rpm

were thus not accessible with the cell design used here. Again , good linearity

was observed , and equation 8 is found to hold.

Rotation rates of between 3000 and 4000 rpm were used in this work to

avoid turbulence , but still maintain reasonable sensitivities .

Peak Position as a Function of Scan Rate

Equation 2 predicts a logarithmic relation between scan rate and the shift

in the peak potential for any given peak. That is:

E — E° + 2.3 log 
~~~~~~~ ~~~F~

T logy (9)

The e f fec t s  of varying scan rate on the peak potential  for Pb , Cd , and Zn were

investigated , and results are plotted in Figure 10. Since the three metals

_ _  _ _ _
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examined are capable of transferring 2 el4ctrons , slopes of 29.~ my should

have resulted, in fact , ti’e’ slopes arc considerably hi gher , about 65 my.

Thus , the s h i f t s  are  more than p r e d i c t e d  by t h e o r y ,  w h i c h  can be the  r e s u l t

of several f a c t o r s . One p o s s ih i  (‘ cause is u llcOmpetlsat ed resi stance ’ be tween

re fe rence  and w o r k i n g  e iec t rodc~; , since  p o t e n t  m l  s hi  It s  t’afl (and w i l l

resul t  from any uncomp ensatcd r e s i s t a n c e  In  the  s o l u t i o n . S ince , .is has

a l ready been est a h i  isht’d , larger  c u r r e n t s  r e su l t  f rom r ap Id scan r at e s , the

IR drop a s soc ia ted  w i t h  any g iven scan ra te  also increases  I i n e ar l v  w i t h  scai

ra te , h av ing  the effect of caus ing  an add ! t lon a l  pot ent m l  si ll f t  t o  t l i t ’  peak

in an anod Ic d i r e c t  ion . Since the I R drop responds both  to capacitive as

wel l  as fara da Ic curren t , even a small uncompensat (‘(I ri’s 1st ance can lead to

s hi f t s  on the  order  of those observed.

A second poss ib le  cause o f the di screpan cy is the assumpt  ion i m p l i c i t

in equat ton 8 of a con stant  di I ft is  Ion la er ~ , de’spl t c I lit’ fact t hat the scan

r a t e  is Inc teased by a factor of about 250 t hrough t lie runs . Si nec t lit’ peak

potent  fat depends l i n e a r ly  on as we l l  as \‘, the sc.’~ r at  ~‘ . change s in  S

wit  II v w i l l  give anomalous ly  h i g h  va 1 ties for t he sI opt’ ot :1 p lot of Fp versus

log V. Tills is exactly tile situation observed here .

A th ird fact or for  tile d tscrepancv Is  t he assumption o t  t i i i  n f i l m s  and

slow scan rates  in the  derivation of equat ion  2 ( 12 ) .  Sinci’ the st’an ra tes

used in t h i s  s t u dy  are by no means slow , the re  Is no c e r t a i n ty  t h at  tile theory

should hold ex ac t l y .

I t  is I lk e lv  t h a t  IR drop as we l l  as ii chang ing d i f f u s i o n  l ay e r  th i c k n e s s

c o n t r i b u t e  to the error observed. No special e f f o r t  was made in t i l l s  work to

o p t i miz e  the  ce l l  geome t ry to m i n im i z e  the IR drop,  nor was po~~i t l v e  feed—

back TR compensation employed (45) in  these st u d i es , and thus  some mmiii

uncomp enanted resis tance  is l i k ely  in the 0.1 M support ing e l e c t r o ly t e  used .

—- - ~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~ ~~~~~~~~~~~~ --~~~~~- - — -— —
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If we assume a 10i~ resistance, a full scale (150 ~iamp) current gives rise

to an error of 1.5 my in the potential applied to the electrode ; the shifts

observed are on this order for slower scan rates. Since shifts of much

greater magnitude are observed for tile faster scan rates , changes in the

diffusion layer must also be suspected . Errors here would be small at slow

scan rates, but larger at the higher scan rates.

System Response to Metal Concentration

Since the basis of analysis using the ASV technique is tue metilod of

standard additions , a determination of the effects of varying the metal con-

centration must be performed . Equation 8 predicts a linear response , and

this response has been verified many times (for example (62))in conventional

ASV .

A variety of solutions were examined , using various experimental condi—

tions ; except where noted below , all gave a linear response to added metal

concentration . Only examples will be given here .

Linearity of response in the lower ng/ml range is shown in Figure 11.

The metal used here is Cd, with only a 60 second deposition time. Each point

is the average of 2—3 determinations .

Response was also linear in the sub—ng/ml range. A carefully purified

0.1 M acetate buffer was used for the simultaneous determination of u l t ra—trace

levels of Cd and Pb. Plating at —800mv (SCE) for 300 seconds, followed by a -

‘

single , rapid scan from —800 to —l0mv (SCE) produced reasonable peaks.

Figure 12 shows the determination of Cd on one such solution , and Figure 13

shows the plot for the simultaneous determination ; there , increments of 7

pg/mi were used to quantitate the buffer. As can be seen from the two slopes,

the system is slightly more sensitive to Cd than Pb at pg/ml levels. Zn

was not examined, as pure buffers (pg/ml) could not be obtained with respect

to this element.

___________  ________
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For similar concentrations of Cu , system response Is also linear, but

other factors also appear. A carefully purified 0.1M KC1 buffer was used to

quantitate Cu at pg/mi levels. A 300 sec deposition at —600mv (SCE),

followed by a single, rapid scan to 0 m v  (SCE) was used , and reasonable

peaks resulted . Peak quality and S/N ratio was not as good as for the Cd and

Pb run , however. Figure 14 shows the graph of the standard addition of 5 pg/ml

Cu to the solution , and Table V lists the peak half width for the runs, for

which a 200 nm Hg film was used. A Cu concentration of 18 pg/mi was determined

by standard additions.

The constancy of the peak width and the symmetric peak shape suggest

that no unusual effects, such as those observed by Pinchin and Newham (62),

occur in this case. The peak with (90 my) was consistent with widths

observed at similar scan rates (900 mv/sec). Some broadening of the peak for

Cu is indicated , as has been observed by Florence and Batley (63) in chloride

solutions containing Cu. Upon increasing the total Cu concentration beyond

about 50 pg/mi , deviations from linearity resulted . For much larger Cu

concentrations , on the order of ng/ml , peak shapes deteriorated substantially

in chloride buffer , as observed by Pinchin and Newham (61). In this case

determinations of Cu in acetate buffer are superior. A comparison of the

slopes of Figures 13 and 14 indicates the lower sens i t iv i ty  of ASV for Cu

in chloride solution, as observed by Florence and Batley (77).

Thus system response is generally linear for metal concentration , and

again equation 8 is seen to hold.

System Reproducibili~y~ and Sensitivity

A variety of samples were analyzed to evaluate the reproducibility of

the technique . Typical results are reported in Table VI. Reproducibilities

of 1 — 2% are readily obtainable for concentrations in the rig/mi range, 

~~~~~~
_ _~~~~~~~~~~~~
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while only slightly poorer reproducibilities (4—5%) are obtained at the

pg/mi level. These results, run on the same f i lm , are comparable with the

published results from other computer—control led ASV ins t rumentat ion (21 ,2 7 ) ,

but they are substantially better for the pg/mi reproducibilities previously

repor ted (64) , where values vary by 20—30%, primarily due to long (30 minute)

deposition times.

Another factor invovied with reproducibility is the system signal—to—

noise level. It was observed that the noise was largely constant for a

given supporting electrolyte concentration and gain range. For a supporting

electrolyte of 0.lM Kl~03 and a full scale range of 144 pamp , the standard

deviation of the noise was observed to be about 0.6 pamps. This is a rela—

-
- tively large noise level, and was the reason for using point averaging and

filtering techniques to increase the S/N ratio. Using a 16 point average,

the noise can be theo retically reduced to 0.15 pamp , a more acceptable level

for this type of work. With this noise level, noise—related fluctuations in

the peak heights for all but the most dilute (pg/mi) solutions become rela-

tively unimportant , in view of the variation of the value of the diffusion

constant with temperature , about 1% deg
1 in most cases (65). Since the

cell was not thermostatted , this uncertainty became dominant in the deter-

mination of peak heights.

Using the 0.15 pamp value for noise , an approximate detection limit

may be calculated, ignoring peak height errors due to temperature for the

moment. The slopes of the calibration lines for Cd , Pb and Cu are given

along with 4a noise levels in Table VII. Detection limits on the order of

1 pg/mi are achievable by the method . Inclusion of the 1% relative error of

the diffusion constan t will slightly increase these limits.

—-- - --- . - - - z=—-—-- ~~~~~~~~~~ ~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~ - - - - -S - — -’ _ _ _ _ _
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Other contributions to the overall error are not as important , as an

analysis of error (66) using equation 8 shows. Taking the total derivative

of equation 8, and allowing the errors to be finite:

— ~~D
2
+ 
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~~~~~~

J

2 
~~~~2 

+ (
~~~~

)

2 ~~ 2 
+

(~~~~
1

2 2 
+ 

2 
+ ç
~

2 2 
(10)

Equation 10 estimates the total random error in the peak current due to

random error in the measurable parameters. Estimates of the relative

errors in these parameters, as well as typical values, are given in Table VIII.

Evaluation of equation 10 shows that the fluctuations in viscosity , temperature

and diffusion coefficient  dominate the error. A 3.7% relative error is

calculated for i~ by equation 10. This error is in good agreement with errors

observed using the technique here.

Staircase ASV Pa rameter s

The effects of varying the delay time T was investigated using background

corrected ASV. Equation 3 predicts a linear rela tionship between and

which has been confirmed for conventional staircase ASV (21). For delay

times less that 10 msec , this relation was observed as shown in Table IX.

In general, sensitivities using background subtracted staircase ASV were far

less than those observed for linear scan ASV. Baselines generated by the

staircase waveform were only slightly better, and peak widths were similar

to slow linear scan ASV. In view of the differences in sensitivity , staircase

ASV was not studied for very dilute solutions. In more concentrated solutions,

staircase ASV produced good calibration curves and clean voltammograms.

~~~~~~~~~~~~~~~~~~~~~~~~~~~~~ 
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Mult iple  Scanning Parameters

The use of multiple stripping scans (17—19) was briefly investigated .

Small word size made it infeasible to sum many scans without normalizing, as

only a maximum of 16 can be summed, so the method described by equation 6 was

used. As many scans as desired could then be summed.

Results from using this technique were adequate , but the method was far

slower and less able to remove noise than the point averaging algorithm used

for most of this work. A brief consideration of the multiple scanning process

shows why the S/N suffers . If one considers a single scan of signal S and

noise level A , then the signal—to—noise ratio 0 is given directly by the

equation

= S/A (11)

Suppose now N multiple scans are taken, and fur ther  suppose that 90% of the

material stripped on one scan returns for the next, the rest being lost to

diffusion . Now the signal—to—noise ratio is given by the equation :

~

a — (12)m A

allowing for normalized averaging on N runs to reduce the noise by N. Since

the product of the sum with the quantity i/li/N is less than 1, a < a . Even

allowing 99% return does not change the result. Examination of the voltammo—

grams in reference 18 suggests that a value of 80% return is more reasonable,

giving a — O.79a~. Because of this undesirable feature, this method was

not used after comparative runs on dilute solutions confirmed the theoretical

predictions above , in that normalized multiple scan signals were observed to

be about 0.8 as intense as the averaged point signals.

_ _ _ _ _ _ _ _ _ _ _ _ _  -~~~~~~~~~~~ - - -  
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Effectiveness of Background Compensation

The effectiveness of background compensation was investigated by analyzing

Zn in acid solutions. Normal analysis for Zn in these solutions is difficult ,

due to the effects of the evolution at the electrode (67). Table X lists

the results of Zn determinations in pH 6.6 and 2.0 solutions. Although the

sensitivity of the determination is degraded , analysis for Zn in acidic

solutions is still quite straightforward . These results , and the results for

copper discussed earlier, indicate that the digital background subtraction

technique performs effective compensation of the capacitive and background

currents. Total compensation is not achieved , as the activity of the film

changes slightly, but sensitivities and precision are still quite adequate , in

contrast to some claims (68).

CONCLUSIONS

The work reported above has demonstrated the feasibility of using a rapid

linear scan—based ASV experiment , coupled w it h di gital background subtraction ,

for routine analyses.

Results consistent with theory were observed for studies considering

the effects of scan rate electrode rotation, deposition time and added metal.

In summary , rapid—scan , background—corrected linear scan ASV appears to

be one of the best ultratrace and trace analysis methods available. The

combination of sensitivity, precision, and speed are at least comparable,

if not superior, to all existing techniques available .
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TABLE I

COMPUTER CONTROLLABL E CURRENT RANGES
FOR VOLTANMETRIC STUDIES

Feedback Full scale
Cain Resistor  Current
Range (ohms)

0 24 . 9K 200

1 34.8K 144
2 44 . 9K 100

3 100.K 50
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TABI.E I’l

ADJUSTABLE PARAMETERS FOR AUTOMAT ED PLA TING

FOR ROE

Parameter Function Vnlues_Allowpd
EPLATE Set deposition potential —2.5 to + 2.5 v
F.TIME Set deposition time 0 — 4000 sec
ERO T Se t rotation speed 0 — 10000 rpm

for deposition

OTIME Set deacration time 0 — 4000 s~ c
FILM Select type of film Au , Hg

- ~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~ ~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~~



TABLE i ll

ASV DATA ACQUISITION PROGRAM STRUCTURE

Segment Type Language~
’ Function

VOLTA core resident F driver , plot driver , control

STORIT core resident F disk storage of data

SETUP overlay F input run parameters , error
checking

FILTER overlay F drives Fourier Transform

filter for noi.~y dat a

SANPLR overlay A performs linear scan ASV

expt.

STAIRS overlay A performs staircase ASV expt .

FFTSC overlay A performs fast Fourier trans-

form

IQSIN4 overlay A supplies transcendental

function value s to FFTSC

PLTLIB core resident F, A performs Calcomp plots on

TEK 4012 screen

a Languages are : F - FORTRAN IV

A - MACRO - 11
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TABLE IV

EFFECTS OF SCAN RATE ON Cd PEAK HALFW IDTH

Scan ra te  (mv/sec ) Cd pea k he i ght  (na) Cd peak width~’(oV)

3333 108 100
2850 95 100
2000 69 92

1330 50 88
1000 40 80
800 33 78
667 29 78
572 25 78

500 23 77
333 18 76
250 13 75
200 10.7 68

166 9.1 68

143 8.0 66

a measured at half—height. 
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4 -  

. , 
-

I

TABLE V

P EAK WID TH OF Cu STRIPPING PEAK S
AT ULTRATRACE LEVELS

Cu Concentration (pg/mi) Peak Halfwidth 8 (~nv)

18 94

23 
- 90

28 90
33 90
38 94
43 90

48 91
53 90
58 90
63 90

a measured width at half—height. 

~  ~~~~~~—~~~--—— —---- - —-~~~~~~~~~~~~~~~~ - —~~~~~



‘I

TABLE VI ’

REPRODUC IBILITY OF P EAK HEIGHTS

Peak
Element Concentration (pg/ml ) Height (~i~~p)
Cd 32 8.6

32 8.9

32 9.0

Zn 20000 33.3

20000 33.7

20000 34.3

Zn 4000 11.2
- 

- 4000 11.4

4000 11.3

Pb 22 4.8

22 5.0

22 4.9

22 4.9 
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TABLE VII

SENSiTIVITY AND APPROXINAIE DETECTION L]2IITS

OF Cd, Pb and Cu by ASV

Ac detection
Element Slope (~iamp—ml/pg) limit (pg/mi)

Cd 1.11 0.54

Pb 0.85 - 0.71

Cu 0.29 2.1



T&BI.E VIII

RELATIVE ERRORS IN PARAMETERS RELATED TO PEAK CURRENT

Estimated

Parameter Typical Value Relative Error

D 2 X 1 0 5 1%
p 1 x io 2 gm/sec/cm o.i~

- 4000 rpm 0.1%
V 2500 mv/sec 0.1%
t 300 sec 0.01%
T 296 K 0.4% 

— ,——--•- - 
~~-—-~~~- - - - - ---- ---~~-- - - - - - -- — - — - - -“-- --~~ -.— - - — - - -—



-

~~~~~~~~~~

- -—

~~~~~~~~~

TABLE IX

EFFECTS OF THE DELAY TIME ON
PEAK HEIGHT

Delay Time (msec ) 
. 

Peak Heigh ta (llamp)

1 
- 

100

2 102
4 104
8 108

a 20 ppb Cd in 0.1 KNO3; t~E was 4.88 my .
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TABLE X

ANALYSIS OF Zn IN ACIDIC SOLUTION

Zn peak height (p amp) Zn found (n g/ ml)

6•6
a 

32.3 21.0
6.6 33.7 21.9
6.6 34.1 22.2

2•0b 13.8 22.1
2.0 

- 
14.8 23.6

2.0 14.9 23.8

~ Solution was 22 ppb Zn in 0.1 N KNO3.

b 
Solution was 22 ppb Zn in 0.1 11 KNO

3 
— 0.01 N HClO4.
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CAPTIONS FOR FIGURES

Figure 1 Block diagram of computing system

Figure 2 Schematic Diagram of the computer—controlled potentiostat

Figure 3 Simplified flowchart for computer—controlled voltammetry

Figure 4 Waveform used for linear scan ASV

Figure 5 Waveform used for staircase scan ASV

Figure 6 Peak heights as a function of Hg film thickening

Figure 7 Peak Height as a function of deposition time

Figure 8 Peak height as a function of scan rate

Figure 9 Peak height as a function of electrode rotation

Figure 10 Peak position as a function of scan rate

Figure 11 Quantitation of Cd at ng/ml level

Figure 12 Determination of Cd at pg/ml level

Figure 13 Standard addition plot for pg/mi. Pb and Cd

Figure 14 Standard addition plot for pg/mi Cu
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